[Rheographic method of examination during conduction of functional tests with physical exertion].
In most of the rheographic procedures in use the hemodynamics is studied at rest with retained breathing at expiration. The rheographic method of examination may furnish a wealth of new and extremely valuable information when employed during institution of functional load tests (physical loads, in particular). A design of an electrode is proposed whose use with an integral method of the information readout enables it to obtain a high-standard rheographic curve with the examinee performing physical work on a veloergometer.